A rapid phantom technique for checking blocked vertex fields.
A simple phantom technique for quality assurance in beam arrangements involving a vertex field is described. Clinical personnel can quickly check that blocks for the vertex field have been cut to the proper magnification and that the vertex field is in proper registration with accompanying isocentric transverse fields. Errors can be identified rapidly and corrections made with no inconvenience to the patient.